Substitution of a non-hazardous chromogen for benzidine in the measurement of plasma hemoglobin.
Because of the possible carcinogenicity of benzidine, a plasma hemoglobin method that substitutes reagents now used in other methods and poses no similar hazard is presented. It is comparable to the benzidine method in ease and time of accomplishment.